
Salt-kalibrering av fuktlogger  -  © 2007 Bosse at frittliv.autonomtech.se

0

10

20

30

40

50

60

70

80

90

18:32 00:32 06:32 12:32 18:32 00:32 06:32 12:32 18:32 00:32 06:32 12:32

tidpunkt

D
ag

gP
un

kt
 (

°C
) 

/ T
em

p 
(°C

) 
/ R

H
 (

%
) 

.  

RH loggad relativ fuktighet

Temp (°C)

DP daggpunkt  (°C)

RH Kalibr. Ref. NaCl 20°C
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